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Optical Fiber Imaging Based Tomographic
Reconstruction of Burner Flames
Md. Moinul Hossain, Member, IEEE, Gang Lu, Senior Member, IEEE, and Yong Yan, Fellow, IEEE
Abstract—This paper presents the design, implementation, and
evaluation of an optical fiber imaging based tomographic sys-
tem for the 3-D visualization and characterization of a burner
flame. Eight imaging fiber bundles coupled with two RGB charge-
coupled device cameras are used to acquire flame images simul-
taneously from eight different directions around the burner. The
fiber bundle has 30k picture elements and an objective lens with
a 92◦ angle of view. The characteristic evaluation of the imaging
fiber bundles and the calibration of the system were conducted
to ensure the accuracy of the system. A new tomographic algo-
rithm that combines the logical filtered back-projection and the
simultaneous algebraic reconstruction technique is proposed to
reconstruct the flame sections from the images. A direct compar-
ison between the proposed algorithm and other tomographic ap-
proaches is conducted through computer simulation for different
test templates and numbers of projections. The 3-D reconstruction
of the cross- and longitudinal-sections of a burner flame from
image projections obtained from the imaging system was also
performed. The effectiveness of the imaging system and computer
algorithm is assessed through experimental tests.
Index Terms—Charge-coupled device (CCD) camera, flame,
imaging fiber, luminosity distribution, three-dimensional recon-
struction, tomography.
I. INTRODUCTION
THREE-DIMENSIONAL (3-D) monitoring and character-ization of burner flames plays an important part in the
in-depth understanding and subsequent optimization of fossil-
fuel-fired combustion processes [1], [2]. Among the techniques
developed for the 3-D flame visualization, passive optical to-
mography has shown clear advantages over other techniques
[3], [4], including the simple system setup, high spatial resolu-
tion, fast system response, and relatively low cost [1], making
it most suitable for the 3-D reconstruction and characterization
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of flames in practical furnaces. Both single camera and mul-
tiple cameras based tomographic systems have been reported
[1], [2]. Torniainen et al. [5] used a tomographic inversion
method to study unsteady reacting flows, where numerical
simulations were performed to evaluate the proposed method
for reconstructing the 2-D fuel concentration distributions from
a numerical simulation of a turbulent reacting square jet. Fisher
and Burkhardt [6] first proposed a multispectral tomographic
imaging system for the 3-D temperature measurement of a
candle flame. Brisley et al. [7] demonstrated a single-camera
system for the 3-D temperature measurement of a gaseous
flame. Huang et al. [8] also proposed a stereoscopic imaging
based single camera system for the reconstruction of soot
temperature and volume fraction profiles of a flame. Zhou et al.
[9] developed a single charge-coupled device (CCD) camera
system based on optical sectioning tomography to reconstruct
the 3-D distribution of candle flame temperature. Although the
single camera approach is simple in structure and low in cost
and can be installed on a practical furnace, it can only be applied
under strict conditions where the flame has a high level of
rotational symmetry. It is therefore unsuitable for monitoring
of unsteady turbulent flames.
A number of multi-camera systems have been reported for
3-D flame reconstructions. Bheemul et al. [10] developed a
three-camera system for 3-D visualization and characterization
of gas-fired flames, where three 2-D images captured around
the flame were used to build the flame geometrical model from
which a set of characteristic parameters is also determined.
Ishino et al. [11], [12] developed a multi-lens camera system to
obtain instantaneous 3-D gray-scale distributions of a propane
turbulent flame [11] and also accomplished the computerized
tomography reconstruction technique for measuring an instan-
taneous 3-D distribution of chemiluminescence of a turbulent
premixed flame [12]. The system has a total of 40 special cam-
era lenses arranged on a semi-circle on one side of the burner.
However, the system proposed is single shot and film based,
and thus, it is unsuitable for taking multiple shots of a turbulent
flame. Zhou et al. [13] performed numerical investigations into
the 3-D visualization and temperature distribution in large-scale
boiler furnaces, where eight CCD cameras were assumed to be
mounted around the furnace to capture radiative energy images
inside the furnace and to simulate the 3-D temperature distri-
bution. However, a number of difficulties were encountered,
such as synchronization of all of the eight cameras. Floyd et al.
proposed tomographic techniques for the high-resolution and
instantaneous 3-D reconstruction of the chemiluminescence in-
tensities from CH∗ in the reaction zone of matrix burner flames
[14] and a premixed turbulent opposed jet flame [15]. The
0018-9456/$31.00 © 2012 IEEE
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high-resolution reconstruction was achieved using 48 views of
a rotating CCD camera, while the instantaneous reconstruc-
tion was performed using ten instantaneous images from five
cameras with a set of mirrors. The perspective distortion due
to real lens effects (i.e., focus, beam divergence, and out-of-
plane effects) was corrected to achieve full 3-D reconstructions
[14]. Anikin et al. [16] described a tomographic system to
detect the 2-D distribution of the OH∗ chemiluminescence in
the reaction zone of turbulent flames. The system employed
ten Kepler telescopes, each conjoined with an optical fiber
bundle of 90 individual fibers arranged in a single row, to
capture the light of flame from different angles and to transmit
onto a single CCD camera. The telescope has an iris aperture
positioned in the focal plane of the objective lens which guar-
antees that only parallel rays can pass the system. Schwarz
[17] proposed a Schlieren imaging based multi-tomographic
technique for the 3-D visualization of a gaseous flame. Wan
et al. [18] introduced an online emission spectral tomography
system with a four channel video signal processor to test the
3-D distribution parameters of fluid fields. Ihrke et al. [19]
reported image-based tomography method for reconstructing a
volumetric model from multiple images of fire, and an eight-
camera setup was used to acquire the images. Moratti et al. [20]
described a digital imaging system for the 3-D reconstruction
of an industrial flame, where the flame volume and surface
area were determined. Gilabert et al. [21] developed a three-
camera tomographic system where three red, green, and blue
(RGB) CCD cameras, together with dedicated optical transmis-
sion units, were used to capture concurrently six equiangular
2-D images of a flame. A tomographic algorithm which com-
bined the logical filtered back-projection (LFBP) and algebraic
reconstruction technique (ART) was developed for the 3-D
reconstruction of the luminosity distribution of flames from the
six image projections. Despite the obvious improvement in the
reconstruction of flames from multiple projections, the number
of projections available (only six) is still too few for a higher
spatial resolution. In addition, the complexity of the system
makes it unsuitable for installation on a large-scale furnace.
Despite various advances in 3-D flame tomographic systems,
a range of technical challenges remain to be resolved. In
particular, a practical hardware platform for the generation of
a sufficient number of image projections to achieve improved
spatial resolution and reliability of the system is desirable. The
general descriptions of the 3-D imaging system and the method-
ology, together with the preliminary results, were reported at
the 2011 IEEE International Instrumentation and Measurement
Technology Conference [22]. This paper presents a detailed
description of the system design, implementation, and evalu-
ation of an imaging fiber based tomographic system for the
3-D visualization and characterization of burner flames in a
practical furnace. The system uses eight high-specification
imaging fiber bundles coupled with two CCD cameras to pro-
duce simultaneously eight image projections around a flame.
Characteristic evaluations of the fiber bundles and the system
calibration have been conducted to ensure the system accuracy
and reliability. A new tomographic approach that combines the
LFBP and the simultaneous ART (LFBP–SART) is proposed
for the reconstruction of flame sections. A direct comparison
Fig. 1. Schematic of the 3-D flame imaging system.
Fig. 2. Physical implementation of the 3-D flame imaging system.
among the different algorithms has been carried out in terms
of resolution and accuracy for different numbers of projec-
tions. Simulation results are presented for the 3-D reconstruc-




Fig. 1 shows a schematic diagram of the 3-D tomographic
flame imaging system. The system consists of eight imaging
optical fiber bundles with associated coupling lenses, two RGB
CCD cameras, two frame grabbers, and a personal computer
with application software. The flexible imaging fiber bundles,
each having a total of 30 000 individual optical fibers, are
650 mm–700 mm long, with an outer diameter of 4 mm and
a 92◦ objective lens. Four of the eight fiber bundles are joined
onto a single eyepiece/coupling lens, forming four flame images
into the same CCD camera. The eight imaging fiber bundles
are arranged on one side of the burner as a semi-circle and are
fixed in positions on eight aluminum stands with a separation
angle of 22.5◦ between two adjacent fiber bundles. The radial
distance from the objective lens of the fiber (to the burner
axis, i.e., objective distance) is 250 mm. The camera has an
RGB color progressive 1/3 inch CCD sensor with square pixels
and a primary mosaic filter, and a frame rate of 25 frames/s.
Each camera has a resolution of 1024 × 768 pixels. The two
frame grabbers are synchronized by the system software to
ensure the acquisition of the image signals simultaneously.
With such an arrangement, the imaging system is capable of
producing a total of eight flame images concurrently from eight
different directions around the flame. Fig. 2 shows the physical
implementation of the 3-D flame imaging system.
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TABLE I
AVERAGED GRAY INTENSITIES OF THE LED IMAGES TAKEN USING EIGHT FIBER BUNDLES FOR DIFFERENT VOLTAGES
B. Characteristic Evaluation of the Imaging Fiber Bundles
To achieve reliable and accurate image acquisition and sub-
sequent 3-D reconstruction of the flame, it must be ensured
that the images transmitted through the eight imaging fibers
have identical geometric and luminous characteristics for a
given reference. Differences between the images result from
a number of factors, including the dissimilarity between the
physical properties of the eight optical fiber bundles and imag-
ing sensors, the dissimilar settings of the two cameras, and the
misaligned locations of the fiber bundles. The characteristics of
the imaging fibers and the cameras have therefore to be eval-
uated. Luminosity evaluations were performed using a light-
emitting diode (LED) white backlight panel as a reference light
source. The different light intensities of the LED were achieved
by varying the voltages supplied. For each lighting condition, a
total of ten images were captured using the eight fiber bundles,
respectively, the averaged gray intensities were calculated for
each fiber bundle, and the differences of the gray intensities
were analyzed. Table I illustrates the averaged gray intensities
of the images taken through the eight fiber bundles for different
LED light settings. It can be seen that the images of the eight
fiber bundles have very similar intensities with a maximum
discrepancy no greater than 2 gray-levels in the range from 13
to 224.
The image brightness attenuation due to the vignetting effect
of the optical components was evaluated using the LED back-
light panel. The brightness attenuation was checked over the
effective image area of 128 × 256 pixels with reference to the
gray-level of the center point of the image. It was found that
the normalized standard deviation of the gray-levels over the
effective image area is less than 4% at an objective distance of
250 mm.
The radial distortion of the images due to the imaging
components has also been investigated. This is particularly
important for image acquisitions where a wide-angle lens is
used with each fiber bundle. The evaluation was conducted
using a square grid template placed at the center of the burner.
Images of the template were captured by the imaging fiber
bundles from different objective distances. The radiuses of the
captured images were computed from the center of the template
image, and the normalized radial errors were computed, as
shown in Fig. 3. It can be seen that the normalized radial error
Fig. 3. Normalized radial error for different objective distances.
decreases with the objective distance and is less than 2% when
the objective distance is 210 mm or greater.
C. System Calibration
The calibration of the system was conducted by reproducing
the geometrical relationship between the eight fiber bundles
and the flame. A geometric alignment was undertaken to ensure
that the optical paths of the eight fiber bundles pass through the
same reference line, i.e., burner central line. This was achieved
by using a template which is a circular rod with several adjacent
reference marks. The template was placed where the burner was
located. A computer program was designed to create an image
window with a number of reference lines. The positions of the
fiber bundles were then adjusted so that the template images
from the eight fiber bundles matched the same reference lines.
The accuracy of the dimensional measurement of the system
was evaluated using a similar template. The results obtained are
shown in Fig. 4, where each of the data point is an average of ten
readings. A diagonal straight line is also plotted to give a direct
comparison between the measured results and the reference
values. The maximum deviation of the measured length from
the reference length is less than 2%. The repeatability of the
system was also evaluated by recording consecutive readings
for a given reference length. For instance, the normalized
standard deviation of the ten readings for a reference length of
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Fig. 4. Comparison between the measured length and the reference length.
Fig. 5. Averaged gray intensities of the LED images for different shutter
speeds of the cameras.
110 mm was 0.54%, equivalent to 0.60 mm along the longitu-
dinal direction.
The brightness variation of the captured images with the
camera shutter speed was also evaluated using the LED back-
light panel. Fig. 5 shows the averaged gray intensities of the
LED images taken by two fiber bundles of the two cameras for
different camera shutter speeds. The shutter speed is normalized
to its maximum value at which the image is approaching
saturation. It has been found that the imaging fiber bundles have
very similar sensitivities for the same shutter speed with the
maximum normalized standard deviation of 2.5%. In addition,
the brightness variation of the captured images with the objec-
tive distance was also evaluated using the same light source, and
it was found that the fiber bundles have consistent sensitivities,
with the maximum normalized standard deviation of 1% for the
tested objective distance between 130 and 280 mm.
III. TOMOGRAPHIC RECONSTRUCTION ALGORITHMS
Various computed tomography algorithms have been devel-
oped for the 3-D reconstructions for different applications.
Fig. 6. Schematic of the 2-D Radon transform.
Among those, filtered back-projection (FBP), LFBP, and ART
are mostly used for the reconstructions of fluid and thermal
dynamic media such as multi-phase flows and combustion
flames [23], [24]. Theoretically, tomographic systems working
on those algorithms require a sufficient number of projections to
achieve a high spatial resolution of reconstructions. This often
results in great system complexity, long response time, and
high capital cost, particularly for passive optical tomographic
systems. Gilabert et al. [21] used only six available image
projections for the reconstruction of flame sections through
the combined LFBP and ART algorithm (LFBP–ART) which
can effectively eliminate noises caused by a limited number of
image projects. The LFBP–ART has been further improved by
introducing two more image projections into the reconstruction
[22]. In the present work, a new tomographic algorithm which
relies on the combination of the LFBP and the simultaneous
ART, i.e., LFBP–SART, is proposed. The LFBP–SART has
shown a possibility of using a few image projections for im-
proved 3-D reconstruction of flames for an acceptable resolu-
tion. To examine the impact of the number of projections on
the quality of the reconstruction so as to verify the suitable
number of imaging sensors which the system requires, both
theoretical study and computer simulation of the tomographic
reconstructions have been conducted.
A. LFBP Algorithms
The LFBP is a modified algorithm of the FBP [25], which is
based on the projection slice theorem and is used to implement
the inverse Radon transform [23]. As shown in Fig. 6, assuming
that g(x, y) is a 2-D section function of an object, Pθ(t1) is
the integral function of g(x, y) along straight line xcosθ +
ysinθ = t1, which is also known as the Radon transform of
g(x, y)[23]; the FBP reconstruction function of g(x, y) can be







Qθi(x.n) = (h ∗ Pθ)(x
′), (2)
where Qθi is the filtered projection, Pθ is the projection of
g(x) along angle θ and through the rectilinear path determined
by the Dirac delta function δ(x.n− x′), h is the filter impulse
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response, ∗ denotes convolution, Mproj is the total number of
projections, n = (cos θ, sin θ) is a unit vector normal to the
projection beam, and x is a vector on the projection beam. The
difference between the FBP and the LFBP lies in the transfor-
mation of (1), where the additive operation Σ is substituted by
the logical operator Θ in such a way that if A, B, and C are
square matrices [22], i.e.,
C = AΘB cij =
{
0, if aij = 0 ∪ bij = 0
1, if aij = bij .
(3)









The SART approach is a combination of ART and simul-
taneous iterative reconstruction technique (SIRT) algorithms
that can give reconstruction of good quality and numerical
accuracy with only one iteration [23]. In the ART, the image
cross-sections are considered to be composed of an array of
unknowns. The concept of “ray” is introduced in the ART,
where a ray is considered to be a “thick” line running across
the cross-sections. The problem can then be reduced to solve a
set of simultaneous equations [21], i.e.,




ωM1g1 + ωM2g2 + · · ·+ ωMNgN = pM ,
(5)
where ωNM is a weighting factor, gj denotes the constant value
of g(x, y), pi is the portion of the projection, M is the total
number of rays, and N is the total number of cells. Initial vector
solution g(0) = (g(0)1 , g
(0)
2 , . . . , g
(0)
N is guessed by assigning a
value of zeros, and successive values of vector solution are
solved by,






where ωi = (ωi1, ωi2, . . . , ωiN) and ωi · ωi is the dot product of
ωi with itself [21]. More details about the ART algorithms are
available in [23], [26], and [27].
SIRT [23] is an effective method to solve inverse problems
in an iterative way, and at the expense of slower convergence,
SIRT usually leads to better reconstruction results than ART.
The convergence of SIRT has been established [28]. The main
features of SART also include reduced errors in the approx-
imation of ray integrals of a smooth image by finite sums,
simultaneously updating weights, and heuristic procedure for
the improved quality of reconstructions. A series of steps
has been taken for SART implementation. First, a sequential
implementation can be carried out by using the update equation
of (6) and expressed in terms of SART symbols,







where ωi denotes the ith row vector of the array ωij, g(k) is
the estimate image vector, and k is the number of iterations.
Then, simultaneously applying to a pixel on bilinear elements
and the average of the corrections generated by all the rays in
a projection, instead of sequential updating pixels on a ray-by

















, (i = 1, 2, . . . ,M)
(8)
where the summation with respect to i is over the rays intersect-
ing the jth image elements for a given direction and M is the
total number of rays.
C. LFBP–SART Algorithms
The task of performing the tomographic reconstruction of the
luminosity distribution of the flame presents a major challenge
in that the number of independent projections is limited, leading
to an underdetermined problem [21]. However, this can be
overcome using the LFBP–SART technique. The advantages of
the LFBP–SART over the LFBP–ART are reduced errors and
faster convergence. It was proven that the LFBP can effectively
restrain the blurring in the reconstruction, which is normally
encountered in the FBP [25]. Another advantage of the LFBP
over the FBP is that it provides the information of outer
contours of the object being reconstructed, and this information
can be utilized to increase the number of equations used in the
SART, i.e.,
ωijgj = 0, if cij = 0, {cij ∈ C} (9)
where wij and gj are the elements in (5) and C is the matrix in
(4). This additional set of equations corrects the hyperplanes
represented in (5), resulting in a more accurate solution in
performing the simultaneous update operation described in (8).
The external contour obtained using the LFBP is utilized to
determine the points that have to be calculated using the SART.
This approach significantly reduces the number of required
calculations and is also applicable where the projection angle
is large. The stepwise implementation procedure of the LFBP-
SART algorithms can be briefly described as follows:
1) Get the 2-D images matrices, generation, and centraliza-
tion of projections.
2) Carry out the filtering and back-projection by (1) and (2).
3) Apply (3) and (4) to compute the LFBP algorithm.
4) Determine the external contour.
5) Identify the positions that have to be calculated by the
SART using (9).
6) Apply the SART (8) algorithm for integration.
7) Generate the flame sections, reallocation of sections, and
data presentation.
It has been realized that the tomographic reconstruction al-
gorithms as discussed previously are based on an orthographic
imaging model, i.e., all pixel’s rays are assumed to be parallel to
the optical axis of a particular view. This is not the case in the
present optical setup, particularly considering the wide-angle
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Fig. 7. Comparison of the five tomographic algorithms for eight projections.
(92◦) objective lenses are used. The inconsistency between the
imaging model and the optical setup would introduce errors
in the reconstruction of the flame. The problem can be more
serious in the regions which are away from the optical axis
since the impact of the rays passing at an angle through those
parts of the flame cannot be neglected. This is a drawback of
the photography based tomographic reconstruction through the
conventional back-projection [12]. In practice, the problem can
be minimized by using a relatively small flame in comparison to
the objective distance. In addition, the optical axes of the fiber
bundles should be aligned to the region of most interest, i.e., the
root part of the flame (the tip part of the flame is less important
from a combustion point of view). To fully solve the problem,
however, full-fledged 3-D reconstruction algorithms should be
implemented [14].
IV. RESULTS AND DISCUSSIONS
A. Computer Simulation
To examine the effectiveness of the LFBP–SART as com-
pared to other tomographic algorithms for different numbers of
projections, computer simulation was undertaken for the recon-
struction of 8-bit gray-level template images with a resolution
of 256 × 256. Five algorithms were implemented for different
numbers of projections. Fig. 7 shows the simulation results
using the FBP, ART, LFBP, LFBP–ART, and LFBP–SART for
different test templates (i.e., a head phantom and a cross [21])
and a matrix of burner flames [14]. For each test, eight different
1-D projections that were taken on an equiangular basis and
the angle between the first and the last projections have to
be 180◦ at the maximum; the case of using eight projections
gives the equiangular angle of 22.5◦ between two consecutive
projections. It can be seen that, with only eight projections,
the LFBP–SART gives a better reconstruction result over all
other algorithms, with a significant reduction of noise within
the reconstructed images.
The accuracy of the reconstruction results was further as-
sessed by using two evaluation criteria, i.e., correlation coef-
ficient (CC) and peak signal-to-noise ratio (PSNR), which were
computed between the original images of the templates and
the reconstructed results. Figs. 8 and 9 show the CC and the
PSNR against the number of projections of the head phantom,
respectively. It is clear that the LFBP–SART algorithm provides
a better CC and the highest PSNR. It can be observed from
Fig. 8. CC for different projections.
Fig. 9. PSNR for different projections.
the simulation results that the LFBP–SART reconstruction with
eight projections gives a higher CC (by about 6%) and an
increased PSNR (more than 12%) as compared to LFBP–ART
algorithms with eight projections.
The CC and the PSNR between the original templates and the
reconstructed results for eight projects were also computed for
further comparison, and the results are summarized in Table II.
It is evident that the LFBP–SART consistently gives a better CC
and the highest PSNR in all cases. This investigation has led
to the conclusion that an LFBP–SART with eight projections
offers the best tomographic approach to the reconstruction
problem.
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TABLE II
CC AND PSNR FOR DIFFERENT TOMOGRAPHIC ALGORITHMS
Fig. 10. Two-dimensional flame images taken using the eight imaging fiber bundles.
Fig. 11. Luminosity reconstruction of flame cross- and longitudinal-sections. (a) Two-dimensional image. (b) Cross-sections. (c) Longitudinal-sections.
B. Experimental Results
To evaluate the performance of the developed system, ex-
periments were conducted on a laboratory-scale gas-fired com-
bustion test rig. In this paper, a burner with an outlet diameter
of 20 mm was used to generate a non-premixed flame with an
approximate height of up to 200 mm under a steady combustion
condition. A mesh screen was mounted across the outlet of the
burner to ensure a uniform velocity profile of the flow, and
the Reynolds number of the flow was approximately 171. The
imaging system was used to capture 2-D images of the flame
concurrently from eight different directions. Fig. 10 shows a
typical set of the 2-D flame images which have a flame area of
approximately 10k pixels.
The cross- and longitudinal-sections of the flame were recon-
structed from the images obtained based on the LFBP–SART
algorithm. Fig. 11 shows the luminosity reconstruction of flame
cross- and longitudinal-sections. The pseudo-color technique
is used here for a better data presentation, where the dark red
represents the greatest gray-level and the dark blue represents
the lowest gray-level. As can be seen, the reconstructions have
indicated the variations of the gray-levels on the different cross-
sections. Comparing the reconstructed cross-sections with the
original 2-D images, one can make several observations. For
instance, cross-section 60 [Fig. 11(b)] is more circular as it is
nearest to the burner outlet. Moving along the Z-axis, one can
observe that the circularity of the cross-section degrades. This
characteristic is also evident in the original 2-D images where
different widths of the corresponding sections are evident. The
luminosity distribution of the upper cross-section appears to
have a non-circular outer shape.
The reconstruction of the flame cross-section can be com-
puted repeatedly for a chosen pixel row along the Z-axis. The
data obtained can also be used to reconstruct the longitudinal-
sections of the flame, as shown in Fig. 11(c). It should be noted
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that the visual representation of the reconstructed longitudinal-
sections depends on the point of view. The results shown in
Fig. 11(c) refer to sections viewed from the direction 0◦ (refer
to Fig. 1). Section 3 depicts the longitudinal-section along the
burner axis, while sections 1 and 2 present sections four and
eight steps (pixels) back off the burner axis, and sections 4 and 5
present sections four and eight steps (pixels) forward the burner
axis. Since sections 2, 3, and 4 are close to the burner axis,
similar luminous profiles have been found, and they agree well
with the original 2-D image of the flame [Fig. 11(a)].
V. CONCLUSION
An optical fiber and CCD camera based tomographic system
for the 3-D reconstruction of flames has been designed and
implemented. The system, which works on eight imaging fiber
bundles coupled with two RGB CCD cameras, is capable
of capturing 2-D images of a flame concurrently from eight
different directions around the flame so that improved system
simplicity and spatial resolution are achieved. The characteris-
tic evaluation of the imaging fiber bundles has been conducted
using an LED white backlight panel. The eight imaging fiber
bundles have very similar intensities, with the maximum dis-
crepancy no greater than 2 gray-levels. The system is calibrated
using a circular template with several adjacent reference marks,
and the maximum deviation of the measured length from the
reference value is no more than 2%. The radial distortion
and vignetting effect of the imaging system have also been
investigated. The normalized radial error that was found is not
greater than 2%, where the normalized standard deviation is
less than 4% for the objective distance of 250 mm. A new ap-
proach of combining the LFBP and SART (i.e., LFBP–SART)
to the reconstruction of flame sections has been proposed and
evaluated. Simulation results have demonstrated that, for eight
image projections provided by the image sensors, the proposed
LFBP–SART approach consistently gives a better CC and the
highest PSNR for the given templates. The experimental results
obtained using the flames have shown that the optical sensing
arrangement and the developed tomographic algorithm are ef-
fective in the acquisition of the flame images and the subsequent
reconstruction of the luminosity distribution of the cross- and
longitudinal-sections of the flame from eight image projections.
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